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Guideline 1Airway

PROCEDURE
Connect tubing to high pressure unregulated Oxygen source of 50 psi. Do NOT use the regulated flowmeter.
Explain procedure and coach patient, some patients will demonstrate anxiety with procedure
Select appropriate size mask and guide on to patient’s face and secure.
Start at 5 cmH2O and increase until desired effect (max of 15 cmH2O).
Nebulizer may be given as an inline treatment if indicated.
Capnography may be attempted (nasal is preferred).
Remove IMMEDIATELY if any of the following occur: apnea, decreased LOC, hypotension, vomiting.
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KEY POINTS
 Ensure that the patient is able to produce a normal tidal volume – this device provides pressure, not volume
 This is never to be used as a substitute for a BVM
 The mask will connect to a BVM should the patient’s condition warrant supportive ventilations
 Use in conjunction with NTG spray in patients suspected with CHF
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